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Ⅰ、Product Description

ZX3030C Three Phase Test ing Device bench apply luxury aluminum al loy

case, and detachable aluminum al loy hanging rack. I t can be used for

test ing al l kinds of three phase energy meters that accuracy is 1.0 or less.

Ⅱ、Features

1. Equipment feature

1) Adopt integrat ion st ructure, bui l t in 0.05 class three phase wide- range

mul t i funct iona l dig i ta l standard meter, i ts al l parameter can be read by

sof tware.

2) Adopt the latest DDS technology,36000 poin t waveform synthes is

technology, large-scale CPLD and 32 posi t ion bui l t - in system, the

signal source has the feature of high output stab i l i ty, low adjustment

f ineness, and smal l dis tor t ion.

3) Adopt the la test RAM system 7 inch co lor touch LCD, can show plenty

of informat ion, such as three phase vol tage, current , act ive power,

react ive power, apparent power, energy vector diagram and waveform

analys is graph and so on.

4) Adopt smal l size and high eff ic iency dig i ta l ampl i f ie r, which eff ic iency

is higher than 90%, 300KHz car r ier frequency, wi th the feature of smal l

distor t ion, low calor i f ic va lue, high eff ic iency.

5) Has complete protect ion funct ion, vo l tage short ci rcu i t alarm, current

open ci rcu i t and over load alarm.

6) Bui l t - in high stab i l i ty constant temperature crysta l osc i l la tor, output

500kHz high prec is ion pulse, can test energy meter clock, cooperate

wi th ca l ibra t ion sof tware, i t can test day t ime error, t ime frame cutt ing

error etc.

7) Equipped wi th 485 communicat ion por t , can make al l kinds of

communicat ion test for mul t i funct ional energy meter.

8) Can wi thout computer, i t can auto ca l ibra te energy meter accord ing to
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the bui l t - in regulat ion, and can save more than 10000 meter data.

9) Equipped wi th a USB por t , can update program through USB flash disk,

and can der ive saved data. When connect wi th mouse, you can operate

the equipment di rect ly.

2. regu lar funct ion

1 creeping test

2 star t ing test

3 basic error

4 harmonic function

3. Mult i function test (need to work with management software)

1 influence quantity test

2 indication error

3 day timing error

4 max demand error

5 communication protocol consistency check

6 time frame switch error

Ⅲ、Technical Indicators

1. Accuracy Class:0.05、0.1

2. Computer connect port: RS232 communication port

3. Three phase power source technical parameter

1) Output voltage

3 * 57.7V Y 3*100V ∆

3 * 220V Y 3*380V ∆

2) adjustment range：0～120％

3) adjustment fineness: better than 0.01%

4) Output current：25mA、0.1A、1A、5A、25A、100A

5) Continuously adjustment range:0~120%, adjustment fineness：better than 0.01%

6) Min. output current: 1mA （accuracy：＜5%）

7) Output power

voltage circuit： 3×50VA
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current circuit： 3×150VA

8) Output stability of voltage、current and power：≤0.02％/120S

9) Output waveform distortion≤ 0.5％

10) Three phase symmetry: better than 120o土 0.3o

11) Frequency range： 45Hz～65Hz ，adjustment fineness： 0.01Hz

12) phase shift range：-180.0o ～180.0o ，adjustment fineness:0.01o

13) Indicator class:

voltage and current accuracy: 土 0.01%

Phase meter accuracy: 土 0.01o

Frequency meter accuracy: 土 0.01Hz

4. Built-in three phase standard meter technical parameter

1) Input voltage

1 Input voltage range（V）： 40—480

2 Input voltage gear（V）： 60、120、240、480

3 accuracy class：0.02%

4 capacity: 600V

5 input load ≤0.5mA（480V）

2) Input current

1 input range（A）: 0.01—100

2 input gear（A）:100、50、25、10、5、2.5、1、0.5、0.25、0.1、0.05、0.025

3 accuracy class：0.02

4 capacity : 150A

3) Accuracy

1 Accuracy class：0.05% (0.1A~120A)

2 Power test accuracy

a. active power test accuracy：0.05%/0.1%（PF≥0.5）

b. reactive power test accuracy: 0.1%、0.2%（PF≥0.5）

3 Electric energy test accuracy

a. active energy test accuracy:0.05%、0.1%（PF≥0.5）

b. reactive energy test accuracy:0.1%、0.2%（PF≥0.5）

5) The equipment has complete protection function: voltage short circuit protection,
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current open circuit protection, overload protection, display overvoltage protection;

6) Can make 2~21harmonic test, voltage break off and drop test, harmonic amplitude is

adjustable

7) power supply： 230V士 10％～50Hz

8) Max power consumption： 300 VA

9) Work environment: temperature 20℃土 5℃ relative humidity≤85％

Ⅳ、Working Principle

The equipment adopts dis tr ibuted bui l t - in system, each sub-system has its

independent smal l system, has the feature of advanced st ructure, easy to

extend, stable work ing etc.

The equipment is composed by man-machine operat ion inter face, main

cont ro l system, high prec is ion signa l source, error processing system,

vo l tage (current ) power ampl i f ie r, vo l tage and current output par t etc .

Work ing pr incip le is the equipment adopts ARM bui l t - in system, exchange

al l kinds of order and data through internal RS232 por t , each par t

coord inate and be a whole .

Ⅴ、Device Introduction
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ZX3030C internally installed multifunction signal generator, adopts DDS technology,

wide-scale FPGA and built-in ARM system, which can generate 6 channel independent

adjustable output signal, 3 voltage signal and 3 current signal. The master control system

connects with PC with a RS232 port, and connects with error processing system with

another RS232 port to control the switch of current circuit by 485 communication port;

connects with three phase standard meter by the third RS232 port. Internally installed 7

inch color touch LCD, 64M electric memorizer, which can save 10000 energy meter error

data. The operation function is modularized and man-machine interface is friendly. The

device equipped with a USB port, can updated the system and download error data by a

USB flash disk. It can also operate by external connecting a mouse

The five core aviation plug on the top left of back panel is the impulse output port of built-in

standard meter, it can output standard meter’s high frequency and low frequency. The

middle RS232 is three line serial communications, can connect with computer; the three

aviation plug on bottom left is the impulse input port of three tested energy meter. Other
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ports are 4 voltage output port and 6 current output port.

1. LCD Introductio

Af ter power on and in i t ia l ize, enter star t ing up defau l t in ter face :

1) Display in ter face contains three funct ion modules:

1 The top is elect r ical parameter, shows the output vo l tage, cur rent ,

phase angle, act ive power, react ive power and the right par t shows time,

date, frequency and phase sequence.

2 The middle is the operat ion but ton of re levant funct ion module, you

can input re levant funct ion by f inger touch.

3 The below part is ca l ibra t ion funct ion module, contains energy

meter parameter set t ing, creep ing test , star t ing test , error test , error data,

more funct ion and stop funct ion. I f you swi tch the funct ion module, the

midd le par t wi l l also change accord ing ly.

2. Usage of LCD

For example: the tested energy meter is three phase four-wi re act ive

energy meter, i ts ra ted vo l tage:220V rated cur rent :5A meter constant 1200,

max current 60A. It wi l l make error test , creeping test , and star t ing test .

1) Energy meter parameter sett ing

Press the but ton【meter parameter】 to enter the set t ing inter face:
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I f the displayed parameter is the same with energy meter parameter, you

do not need to set it anymore. Press the other funct ion but ton to ex i t .

Otherwise, cl ick any co lor lump to set the energy meter parameter. See

below pic ture:

In the above pic ture, the f i rs t hal f par t is parameter set t ing area, the

midd le is phase angle, and the last hal f area is number key

Cl ick the number key, you can set the parameter on the f i rs t hal f par t

1 Def in i t ion of each par t :

a. 【Meter type】 you can choose the meter type from the fo l lowing eight

type: three-phase four-wi re act ive , four-wi re sine react ive, 90 react ive,

60 react ive, three-phase three-wire act ive , three-phase sine react ive,

two-phase three-wire act ive and single-phase.

b. 【 rated vo l tage】 you can choose the rated vol tage accord ing to the

energy meter ’s namepla te. I f there is no needed vol tage, you can input
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the value wi th number key in the last black area.

c. 【 rated cur rent 】 I t is the rated current Ib, l is t the frequent ly-used

current va lue; I f there is no needed current , you can input it di rect ly

wi th the number key.【MAX】 is the maximum current , i t can also input

by number key.

d. 【meter constant】 the signal source can input three di fferent constant .

This three constant must be input , otherwise the calcu lat ion error wi l l

make mistake.

e. 【 ok】 but ton, cl ick to conf i rm

【 back space】 you can dele te the previous number by press th is

but ton when you input number.

【 ESC】 cl ick th is but ton to cance l the set t ing before and exi t the

set t ing inter face.

2 set the tested energy meter parameter to the fol lowing:

a. Meter type: three-phase four-wi re act ive

b. rated vo l tage： 220V

c. rated current： 5A, max current： 60A

d. meter constant： 1200

2) Creeping test

1 In the main inter face, press the [creep] to enter the set t ing

inter face :

In this picture:

a. [creep voltage] click this button to set creeping voltage, how much percent of the rated
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voltage. The test is 110%U=242V

b. 【creep current】to set the creeping current, how much percent of the starting current.

The test is 10%*5*0.5%=2.5mA。

c. 【creep time】according to the needs to input the creeping time. The test is 1200S

d. 【black mark current】to set the catch black mark current, how much percent of rated

current. The test is 5*50%=2.5A

2 Test step

Set creep ing parameter catch black mark creep test .

Af ter set t ing parameter in the parameter set t ing inter face, press [ok] to

conf i rm the set t ing and exi t , and enter the creeping test in ter face .

I f i t is mechanical meter, i t needs catch black mark, press [marker];

set the test of grasp ing black mark .

Vol tage adjust to 220V, current adjust to 5*50%=2.5A, when fin ish

adjust ing power source, each meter pos i t ion shows【 -- - - -】 , i f grasp the

black mark, i t wi l l shows 【 --1--】；when al l meter pos i t ion complete , press

【 stop】 to f in ish the work .
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Press 【 star t test ing 】 again to enter creep ing test , power source wi l l

modulate according to the set t ing data.

Af ter modulat ion, error disp lay window show“000000”， set test t ime to

decrease. At th is t ime, meter generate impulse, error display wi l l increase

count. When test t ime becomes O, the equipment wi l l descend the vo l tage

to ra ted vo l tage and descend current to 0. Accord ing to the meter pos i t ion

count va lue, to judge manual ly the creeping test is qua l i f ied or not . I f there

is impulse number, i t is unqual i f ied. We suggest to connect computer and

operate wi th sof tware, i t can judge the resul t automat ica l ly.

3) Start ing test

1 On the main inter face, press the funct ion but ton [s tar t ] , to enter

star t ing set t ing.

a. 【starting current】this button is to set starting current, it is the parts per thousand of the

rated current.

b. 【starting time】this button is to set starting time, input the time as per requirement. In
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this test, the time is 3000S.

c. 【Black mark current】 is the button to set the current of catching black mark. It is the

parts per hundred of rated current. In this test, the value is 2.5A.

2 Test step

Set star t ing parameter catch black mark star t test ing

Af ter set t ing parameter, press [ok] to conf i rm and enter star t ing test

inter face.

I f to ca l ibra te mechanical meter, i t need to catch black mark, press [catch

black mark] but ton;

The equipment make catch ing black mark test .

Vol tage adjust to 220V, current adjust to 5*50%=2.5A, power source

complete adjust ing, each meter pos i t ion shows [- - - - - ] , i f ca tch black mark,

meter pos i t ion shows [- -1-- ] ; when al l meter pos i t ion complete, press [s top]

but ton, to f in ish the work.

Press [s tar t test ] but ton, to star t test ing, the power source modulates as

per the set data.
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Af ter modulat ion, error display window show“000000” ， set test t ime to

decrease. At th is t ime, meter generate pulse, error display wi l l increase

count. When test t ime becomes O, the equipment wi l l descend the current .

Accord ing to the meter pos i t ion count va lue, to judge manual ly the star t ing

test is qua l i f ied or not . I f there is pulse number, i t is qua l i f ied . We suggest

to connect computer and operate wi th sof tware, i t can judge the resul t

automat ical ly.

4) Error test

Press [cal ib rate] but ton, to error ca l ibra t ion inter face :

1 But ton in troduct ion

 Current load ing key ， actual va lue is the par ts per hundred of rated

current .

 Power factor key， adjust the power factor between vol tage and current

 Vol tage load ing key, each key refer to the relevant ra ted vo l tage

percent

 Circ le number set t ing key, when count error, ca lcula te tested meter

ci rc le number is 3. I f se t to 2, the error ca lcu lator wi l l ca lcula te the
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meter error af ter 2 ci rc le f in ished

 Auto key, the equipment wi l l test automat ical ly

 Clock key, i t can ca l ibra te the t ime of tested meter wi th t ime output .

(opt iona l funct ion)

 When cal ibra t ion you need to choose test uni t , [ABC] , [A] , [B] , [C]

2 Test step

Meter parameter set t ing power factor key Current load key

show error

Af ter f in ish set t ing meter parameter, enter ca l ibra t ion state to test error

va lue of each poin t . Fi rs t press power factor key, then press current load

key. At th is t ime, signa l source output vo l tage and current signa l . The

equipment adjust to the re levant power automat ica l ly.

A：External insta l led error display t ime

Error display window shows system stab le t ime and begin to count down,

when reach to “000000”,the error display window shows “A00000”， then

begin to sample and calcu late error. In the 6 dig i t LED nix ie tube, the f i rs t

two dig i t before decimal poin t is standard meter pulse number, the last two

dig i t af ter dec imal poin t is the tested meter sampl ing pulse number. When

the ci rc le number descend to 00, shows error va lue. The error range is

-99.9％～ 99． 9％ . When it shows A.0000, means the resul t >99.9%; when

it shows –A.0000, means the resul t <-99.9%

To change di f ferent cur rent load key, you can cal ibra te error of re levant

load poin t . To ca l ibra te al l load poin t error.

B：bui l t - in error processing t ime

Press 【 error】 but ton， enter error display inter face :
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At the same time shows three tab les for error.

When change load poin t， you need to press [cal ib ra te ] but ton to enter

ca l ibra t ion inter face, choose current load poin t . And af ter modulat ion of

vo l tage,current and phase posi t ion, press [error ] but ton again to enter

error display inter face. Circ le l ike th is, to complete ca l ibra t ing of al l load

poin t .

Note: when you change power factor point , you must press current

load key. Otherwise, signal generator wi l l not output updated signal .

3 Method to change cyl inder number

Press [ci rc le set t ing 3N] but ton press number key press current

load key.

Note:Do not omit the last step to press current load key, otherwise

the signal generator wi l l respond as per the prist ine set t ing value.

5) Manual adjust ing method of output quantity

Somet imes (such as when cal ibra t ion the equipment) we need to adjust

the output quant i ty opt ional ly. At th is t ime, we need to manual ly adjust

output ampl i tude, phase posi t ion, frequency. Press [More funct ion] but ton,

to enter menu of more funct ion .
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Two method: step Adjust and Number Adjust

A：Number Adjust

Press【 Number Adjust】 to enter i ts menu

Number Adjust procedure:

 Set vo l tage and cur rent value press [AM] but ton, to output

ampl i tude modulat ion.

 Set frequency va lue press [FM] but ton, to output frequency

modulat ion.

 Set phase posi t ion press [PM] but ton to output phase modulat ion.

 Vol tage, current , frequency can be set di rect ly by input t ing number.

B：Step Adjust procedure

Press [s tep Adjust ] but ton to enter its menu:
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Choose what need to be adjusted, then press 10%、 1%、 0.1%、 0.01%

key to adjust it .

6) Harmonic wave test

The equipment can over lay 2~21 sub-harmonic respect ive ly or

simul taneously in the output quant i ty of vo l tage and current uni t , and can

make harmonic per formance test . The harmonic component , range and

phase posi t ion can be set as per the requi rement. The equipment can

output random waveform that f i t the funct ion f＝ A1Sinw1t +A 2sinw2t+ ……

+AnSinwnt (n<21)

Press [More funct ion] to enter i ts menu:

Press [harmonic set t ing] but ton to enter its in ter face:

In th is inter face

 [odd harmonic] is the but ton of odd harmonic , press th is but ton then

press [conf i rm] but ton to output odd harmonic.

 Press [sub-harmonic ] but ton, then press [conf i rm] but ton to output
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sub-harmonic .

 Method to output random harmonic :

Choose harmonic i tem（Ua、Ub、Uc、Ia、Ib、Ic） input the ampl i tude

and phase posi t ion of each harmonic (harmonic ampl i tude ＜ 40%）

press[harmonic ] but ton press [conf i rm] but ton press [cur rent

load] but ton to output current and vo l tage.

Note: After finish the harmonic test , do press [fundamental

harmonic] button, then press [OK] button to exi t harmonic test .

Otherwise, the output signal is the signal of last time.

Ⅵ、Output Vector Diagram And Phase Angle

（phase angle: -180.0 ~ 180.0 voltage ahead of current is positive, otherwise is negative）

1. three-phase four-wi re act ive

0.25L 0.5L 0.8L 1.0 0.8C 0.5C 0.25C

合

元

A 75.5 60.0 30.0 0.0 -30.0 -60.0 -75.5

B 75.5 60.0 30.0 0.0 -30.0 -60.0 -75.5

C 75.5 60.0 30.0 0.0 -30.0 -60.0 -75.5

A元 75.5 60.0 30.0 0.0 -30.0 -60.0 -75.5

B元 75.5 60.0 30.0 0.0 -30.0 -60.0 -75.5

C元 75.5 60.0 30.0 0.0 -30.0 -60.0 -75.5

2. three-phase three-wire act ive

0.25L 0.5L 0.8L 1.0 0.8C 0.5C 0.25C

合

元

A 75.5 60.0 30.0 0.0 -30.0 -60.0 -75.5

C 75.5 60.0 30.0 0.0 -30.0 -60.0 -75.5

A元 45.5 30.0 0.0 -30.0 -60.0 -90.0 -105.5

C元 105.5 90.0 60.0 30.0 0.0 -30.0 -45.5

3. Sing le phase

0.25L 0.5L 0.8L 1.0 0.8C 0.5C 0.25C

A 75.5 60.0 30.0 0.0 -30.0 -60.0 -75.5

4. Three-phase four-wi re react ive or three-phase four-wi re sine react ive
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0.25L 0.5L 0.8L 1.0 0.8C 0.5C 0.25C

合

元

A 14.5 30.0 60.0 90.0 120.0 150.0 165.5

B 14.5 30.0 60.0 90.0 120.0 150.0 165.5

C 14.5 30.0 60.0 90.0 120.0 150.0 165.5

A元 14.5 30.0 60.0 90.0 120.0 150.0 165.5

B元 14.5 30.0 60.0 90.0 120.0 150.0 165.5

C元 14.5 30.0 60.0 90.0 120.0 150.0 165.5

5. Three-phase three-wire react ive or three-phase sine react ive

0.25L 0.5L 0.8L 1.0 0.8C 0.5C 0.25C

合

元

A 14.5 30.0 60.0 90.0 120.0 150.0 165.5

C 14.5 30.0 60.0 90.0 120.0 150.0 165.5

A元 -15.5 0.0 30.0 60.0 90.0 120.0 135.5

C元 44.5 60.0 90.0 120.0 150.0 180.0 -165.5

6. display vector disgram

In the main interface, press [more function] button, to enter more function interface:

Press 【vector diagram】button to enter vector diagram interface:
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In this interface, it shows voltage, current, phase position, active power, reactive power,

apparent power and vector diagram.

In this interface, you can adjust electric indicator directly

7. Single phase meter test method

1) Hang the single phase meter to the current output A phase, connect the voltage wire to

the below U and UN （do not connect it to the three phase voltage output port, the

equipment collocate voltage PT at A phase, single phase meter can not be tested

unhooked.）

2) Parameter setting

According to the setting method of 5.2.1, choose meter type to [single], other parameter

setting is the same with three phase energy meter.

3) Calibration method

All calibration method is the same with 5.2.2.2, except the current only output A phase.
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Ⅶ、Configuration List

1. Internal installed error processing system

No. Name Specification Quantity Remark

1 Host ZX3030C 1

2 hanging rack 3 position 1

3 current wire 100A 6

4 voltage wire 3

5 impulse wire 3

4
computer connect

wire
RS232 1

5
Standard impulse

output wire
1 For test

2. External error processing system

No. Name Specification Quantity Remark

1 Host ZX3030C 1

2 hanging rack 3 position 1 Vertical type

3
485 /clock

communication wire
3

4 impulse wire 3

5
computer connect

wire
RS232 1
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